Table S5. Comparison of tick cell runs on MinION vs PromethION platform
	Sample-Extraction
	Platform
	N50 (bp)
	Used Pores
	Yield 
(% Bases > 100 kb)
	Yield per
Pore (Mb)
	Average
Occupancy
(%)

	Tick-Circulomics
	MinION
	 109,486 
	527
	1.55 Gb (52.98%)
	2.94
	80.11

	
	PromethION
	 104,993 
	3492
	11.11 Gb (51.64%)
	3.18
	87.50

	Tick-Monarch
	MinION
	 123,683 
	617
	1.85 Gb (60.25%)
	2.99
	84.71

	
	PromethION
	 126,008 
	3902
	15.01 Gb (61.46%)
	3.85
	88.20







